[Causes and correction of abnormal gait patterns due to prosthesis in above-knee amputees].
Abnormal gait patterns cause an increase in the energy cost of walking in above-knee amputees. Disturbances of the walking pattern are often caused both by the amputated patient himself and by incorrect prosthetic fitting. The early detection and correction of causative factors is of great importance for successful rehabilitation of these amputees. During the follow-up examinations the prosthesis must be inspected for a correct fitting and individually appropriate knee stabilizing components. Prior to any corrective measures it must be excluded that the artificial limb has been put on incorrectly by the amputee himself.